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In this work, we examine the angular truncation behavior and present correction factors for the aerosol albedometer previously developed
in our laboratory. This new instrument makes simultaneous measurement of extinction and scattering coefficients (bext and bscat) on
dispersed aerosol samples. The aerosol extinction coefficient is measured with cavity ring-down spectroscopy (CRDS), and the scattering
coefficient is determined through the integrating sphere nephelometer. However, all nephelometers are not able to collect light scattered
from an aerosol sample very near the forward (0˚) and reverse (180˚) directions, due to the geometrical constraints. This can result in
systematic underestimation of scattering coefficient known as truncation error. In order to account for this problem and describe scattering
by aerosols more precisely, correction factors (C) for this angular non-ideality have been theoretically developed. Truncation angles (θ)
were calculated upon consideration of the geometry of the sphere nephelometer. As truncation error largely depends on particle size and
refractive index, C values were computed for a series of spherical, homogeneous aerosol particles with different known particle sizes and
refractive indices by Lorenz-Mie theory. Measurements on size-selected, laboratory generated aerosols of known size and composition
allowed empirical measurement of truncation correction factors to compare with the Mie model results. Results indicate the model we
built overestimates the fraction of light not collected by the sphere. Empirically observed correction factors of ≤ 1.12 for particles with size
parameters (α) < 6 were determined. In addition, the effect of number of particles within the probe beam on the suitability of correction
factors was also examined. Observations support the hypothesis that particles are rapidly transported / mixed through the probe beam,
and measurement integration times as short as 52 s yield data that is indistinguishable from the probe region being homogeneously filled
with aerosol, even at very low particle concentrations.
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1 INTRODUCTION
The aerosol albedometer has recently been described in the
literature [1]–[4]. The unique feature of this device is the ca-
pability of simultaneously measuring scattering (bscat) and
extinction coefficients (bext) on dispersed aerosol samples.
The single-scattering albedo (ω) can thus be easily computed
through the well-known equation:
ω =
bscat
bext
(1)
Direct measurement of bscat, bext and ω is of keen scientific in-
terest given these variables importance to direct climate forc-
ing by atmospheric aerosols [5, 6]. The albedometer performs
cavity ring-down spectroscopy (CRDS) on an aerosol sample
within an integrating sphere nephelometer. The CRDS mea-
surement provides an accurate and sensitive method for de-
termination of bext [7]–[12]. Use of the integrating sphere for
scatter measurement is known to significantly reduce trunca-
tion angle compared to commercially available nephelometers
[13]. While angular truncation was briefly considered in an
early publication describing the albedometer method, under-
estimation of the scattering measurement was not considered
in much detail and the exact truncation performance of the
device has not been considered rigorously. It is well-known
that all nephelometers cannot collect light scattered from an
aerosol sample very near the forward (0 ˚ ) and reverse (180 ˚ )
directions. If uncorrected, this results in a systematic underes-
timation of scattering coefficient (bscat). In order to account for
truncation error and describe integrated scattering by aerosols
more precisely, correction factors (C) for the angular non-
ideality have been developed for commercial devices [14, 15].
This manuscript pursues this goal for the sphere albedometer.
Clearly, establishing correction factors is required to improve
accuracy of measurement. In this work, truncation angles (θ)
were calculated upon consideration of geometry of the inte-
grating sphere nephelometer and exact position of the scat-
tering particle within the sphere. As truncation error largely
depends on particle size and refractive index, C values were
computed for a series of spherical, homogeneous aerosol par-
ticles with different known particle sizes and refractive in-
dices. Then, the optical parameters (bext, bscat, and SSA) of
laboratory generated aerosols of known size and composi-
tion were measured and compared to the calculations. In ad-
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dition, the number of particles within the probe laser beam
volume in CRDS is often small due to the small volume of the
beam (often < 0.1 cm3) and low particle concentrations used.
This is known to cause measurement imprecision, but more
importantly leads to a situation in which truncation correc-
tion factors may vary significantly as the exact arrangement
of particles within the beam change. The effect of the num-
ber of particles within the probe beam on correction factors
is also examined in this work. Such effects could be particu-
larly detrimental for large diameter aerosols such as mineral
dusts, which are known to have large sizes, and irregular mor-
phologies [16, 17]. This manuscript presents key information
required to improve the performance of the sphere albedome-
ter for measuring aerosol scattering coefficients.
2 METHODS
2.1 Estimation of truncation angle
In order to understand the angular truncation error for the in-
tegrating sphere nephelometer, truncation angle must be de-
termined first. Truncation angle (θ) signifies the angle at which
light cannot be collected by the integrating sphere nephelome-
ter. Figure 1(a) illustrates a schematic of the sphere neph-
elometer and a simple geometrical model of the truncation
angle in the “forward” and “reverse” direction. We use quo-
tations here since directionality is essentially arbitrary if the
ping-pong model of ring-down spectroscopy is invoked in
which light bounces between mirrors. The truncation angle
(θ) for a particle located in the laser beam at a specific point in
a single direction can be calculated by the following equation:
θ = arctan
( r
d
)
(2)
where r is the radius of the axial hole in the sphere, and d is
the distance of the scattering particle from the hole of interest
along the optical axis. Light is scattered both “forward” and
“backwards” by a particle, so the truncation angle in opposite
direction must also be considered. The truncation angle in the
opposite direction (θ’) can be expressed as:
θ
′
= arctan
(
r
l − d
)
(3)
where l is the distance between the two holes in the sphere.
For the integrating sphere nephelometer used in these experi-
ments, the variables were r = 0.3175 cm, and l = 48.1 cm. From
considering the measurement geometry it is immediately ob-
vious that the truncation angle in either direction varies with
the particle’s location in the sphere. Figure 1(a) also illustrates
the relationship between the truncation angle and location of
the particle. For this figure, the truncation angle was com-
puted according to the particle position (d) with 100 µm spa-
tial resolution. Particle position (d) is measured from one of
the axial holes in the sphere. The red and blue lines repre-
sent the truncation angle for a particle located at specified dis-
tance from one of the axial holes. As observed, when a scat-
tering particle approaches one of the axial holes, truncation
angle approaches 90 ˚ in the forward direction and ≈ 0.4 ˚ in
the opposite direction (minima). For particles located within
the central 36 cm of the sphere the truncation angle is under
3 ˚ in either direction with a minimum of 0.8 ˚ in the sphere
FIG. 1 (A) Left - Schematic of integrating sphere and definition of r, d, l, θ and θ’
in relation to a “test point” where a particle is presumably located. Right - Plot of
“forward” (θ) and “reverse” (θ’) truncation angle vs. distance from an axial hole. (B)
Illustration of the “homogeneous fill” model of aerosol scattering / extinction. The
central premise is light scattering originates equally from each illuminated volume
element (grey shaded area). (C) Illustration of the Discrete Particle Position Model. In
this model, scattering is generated from individual points (particles) in space. Here
N = 8 particles are considered, but the model can be applied for any N. Truncation
angle varies with particle position according to Eq. (2), and truncation error will also
vary with particle position. Required truncation correction factors for each N = 8 case
illustrated may not be equivalent.
center. The spatially averaged truncation angle for the sphere
is 2.3 ˚ and this is lower than the truncation angles obtained
from commercial nephelometers (typically 5 - 15 ˚ ), indicat-
ing that the spherical nephelometer design does offer a tech-
nical advantage in this regard. However, a significant fraction
of scattered light may still be lost - even within this narrow
angular window. Determination of this fraction is crucial for
accurate scattering and albedo measurements.
2.2 Computation of correct ion factors by
Lorenz-Mie theory
Two models have been developed to compute correction fac-
tors (C) for scattering measurements. The simplest we term
the homogeneous fill case, and this is illustrated in Figure 1(b).
In this model, we assume scattered light is generated from
each volume element probed by the laser beam equally. Due
to the discrete nature of particles, it is immediately clear this
model is always an approximation that may be approached
only at high particle concentrations. In the second model that
we call the discrete particle position model (Illustrated in Fig-
ure 1(c)), we randomly assign locations of particles within the
sphere. If a small number of particles are in the probe beam,
an emphasis should be placed on computing truncation er-
rors for particles at specific locations within the sphere rather
than considering spatial averages as reflected in the homoge-
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neous fill case. The significance of the discrete particle model
is that the correction factor will depend on the exact position
of particles within the probe laser beam. To demonstrate this,
Figure 1(c) illustrates three hypothetical cases for N = 8 parti-
cles in the beam; the correction factors required for each case
would not be identical.
To develop these models further we have employed Lorenz-
Mie theory, originally presented by Gustav Mie [18] in 1908,
and formulated for the atmospheric aerosols by van de Hulst
[19, 20] and others [21]. This theory allows computations of
scattering properties for any spherical, homogeneous parti-
cle at any wavelength with knowledge of particle size and
refractive index, and thus provides an accurate and reliable
tool for predicting optical properties of aerosols. The MiePlot
software written by Phillip Lavin [22] was employed in this
study to compute the angular scattering intensity parameters.
By assuming particles of interest are spherical and internally
homogeneous, scattering intensity (W m−2) as a function of
scattering angle (◦) was computed by MiePlot for unit irra-
diance. We examined angular scattering with 0.1 ˚ resolution
for particles with diameter ranging from 0.05 µm to 20 µm for
a single wavelength at 532 nm. The refractive indices (m) ex-
plored included real values (n): 1.45, 1.50, 1.52, and 1.55, and
imaginary values (k): 0, 0.005, 0.008, and 0.1. We chose these
sizes and refractive indices since they span typical values en-
countered for atmospheric aerosols. The fraction of light not
collected by the integrating sphere can be computed for any
truncation angle by numerically integrating the Mie intensity
parameter over the truncation angle and comparing with to-
tal integrated scattering. The light scattering was treated as ex-
hibiting radial symmetry for scaling to 3 dimensions. Since the
particles scatter light forward and backward simultaneously,
the full angular range 0 -180 ˚ was divided into two parts: for-
ward angles (0 - 90 ˚ ) and backward angles (90 -180 ˚ ), which
means a particle at any location has both forward and back-
ward truncation angles/errors. The amount of scattered in-
tensity loss was calculated in the forward and backward di-
rections, respectively, and summed. This allows computation
of the fraction of light not collected (F) by the sphere for any
particle position. Within the sphere, the CRDS beam bounces
back and forth between two refractive mirrors, which is the so-
called “ping-pong” model of cavity ring-down spectroscopy
(CRDS). The “forward” direction becomes the “reverse” direc-
tion within a few nanoseconds time. For this model, the time
averaged correction factor (C) for a particle with any trunca-
tion angle can be computed as the average of an “initial” cor-
rection factor (Ci) and “subsequent” correction factor (Ci+ δt –
e.g. when CRDS beam “reverses” direction after reflection),
which can be expressed in the following equations:
Ci =
1
(1− Fi) (4)
Ci+δt =
1
(1− Fi+δt) (5)
C =
Ci + Ci+δt
2
(6)
The F – terms in these equations correspond to the fraction
of light that escapes collection by the sphere. With Ci and
Ci+ δt computed the time-averaged C values could be deter-
mined. The correction factors (C) were computed for parti-
cles with diameters ranging from 0.05 µm to 20.00 µm for
several different refractive indices for a single wavelength of
λ = 532 nm. However, since the particle size parameter (α) de-
termines angular scattering behavior, we have used this wave-
length independent variable to analyze and report the data in
this manuscript. Particle size parameter (α) is defined as the
ratio of particle circumference to wavelength of light:
α =
2pirp
λ
(7)
In this equation, rp is particle radius and λ is wavelength of
light.
2.3 Experimental measurement of optical
parameters
A detailed description of the optical arrangement for the
aerosol albedometer used in this study and the specific optical
method itself is given in [1]. For brevity, we will not re-hash all
the details of this experiment, but instead point out any mod-
ifications to that design. The sample flow path (inlet tubing)
was modified from the original publication slightly but this
would not be expected to influence optical results. In addition,
the optical source employed in these experiments was the 2nd
harmonic of Nd:YAG laser (Quantel, Brio) at λ = 532 nm. This
laser is capable of 20 mJ pulses of 4 ns duration at 20 Hz rep-
etition rate. The laser fundamental line (1064 nm) was filtered
out through use of a filter. The CRDS employed a pair of 2.54
cm diameter cavity ring-down high reflective mirrors (R ≈
0.9997) (Los Gatos Research). Light that leaked through the
exit mirror was detected with a photomultiplier tube (931B,
Hammamatsu) biased at negative high voltage. The CRDS
output beam was attenuated by a neutral density filter prior to
measurement, preventing saturation of photomultiplier. The
relative humidity (R.H.), temperature (T), and pressure (P)
sensors measured directly within the sphere. These sensors
were monitored by the instrument control software to exam-
ine changes in temperature and pressure inside the sphere.
Typical temperature inside the sphere was 20 - 25 ˚ C, and
pressure was approx. 0.9 atm. Instrument calibration was ac-
complished using filtered air and either SF6 or R-134a, gases
with Rayleigh multipliers of 6.60 and 7.25 times that of air,
respectively [23, 24].
3 RESULTS AND DISCUSSION
Figure 2 shows the Mie model correction factors (C) as a func-
tion of particle size parameter (α) for particles with differing
refractive indices assuming the homogeneous fill case illus-
trated in Figure 1(b). In summary, the C values increase with
larger α. This is likely because particle scattering becomes
increasingly concentrated in the forward direction when the
particle size increases, and therefore truncation errors increase
systematically with particle size. Also plotted in Figure 2 (red
squares) are experimentally measured correction factors for
ammonium sulfate aerosols of varying diameter. These par-
ticles were size selected with the electrostatic classifier prior
to optical analysis. Table 1 also summarizes the measured
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FIG. 2 (A) Plot of predicted correction factor C as a function of particle size parameter
(α) for non-absorbing particles with different refractive indices. The red squares rep-
resent measured correction factors for each size with standard deviations (error bars)
propagated from measurement data. (B) Plot of correction factor C as a function of
particle size parameter (α) for absorbing particles with different refractive indices (the
same real value but different imaginary values). The model used to generate these
plots was the homogeneous fill case illustrated in Figure 1(b).
average SSA values, standard deviation and correction fac-
tors averaged over several experimental trials for different
size ammonium sulfate aerosols. The data shown in the ta-
ble was generated from data points reflecting values of bext
and bscat generally between 70 – 150 Mm−1 for a particu-
lar trial. Ammonium sulfate is non-absorbing at λ =532 nm,
so any measurements that reflect SSA < 1.0 must be caused
by underestimation of bscat due to truncation effects. As ob-
served, small ammonium sulfate particles (diameter = 300
nm) yielded albedo values very close to 1 (essentially indis-
tinguishable from 1). However, the measured albedo value de-
creased with the increase in particle size. Ammonium sulfate
particles with diameter of 1000 nm were observed to have a
mean albedo of 0.89 ± 0.07. The decrease in albedo (and cor-
responding increase in C) with increasing diameter is consis-
tent with the Mie model results. However, our light scattering
model computations consistently overestimate the quantity of
light lost and therefore over-predicts the required correction
factor (C) compared to experimentally determined values. The
discrepancy in albedo was ≈ 8% - 11%. The discrepancy be-
tween the measurements and calculation could be a result of
particle longitudinal position with respect to laser beam waist
Dp (nm) Measured SSA N Measured C
(mean ± std. dev.) (mean ± std. dev.)
300 0.99 ± 0.03 3 1.01 ± 0.03
500 0.95 ± 0.05 4 1.05 ± 0.06
800 0.90 ± 0.004 3 1.11 ± 0.005
1000 0.89 ± 0.03 3 1.12 ± 0.04
TABLE 1 Measured albedo of different size ammonium sulfate aerosols. Ammonium
sulfate is non-absorbing at the measurement wavelength and theoretically should al-
ways have a single scatter albedo (SSA) of 1. Deviation from unity indicates truncation
effects. N – number of trials; C – experimentally determined correction factor; Dp –
particle diameter.
or perhaps non-sphericity of the salt particles. In addition,
we must entertain the possibility of errors in our scattering
model due to asymmetries in scattering as we scale from a 2D
model calculation to 3 spatial dimensions for measurements.
Nonetheless, the experimental measurements presented pro-
vide a mechanism for correction of scatter coefficient measure-
ments made with the sphere albedometer and the magnitude
of the correction scales with the Mie model results.
When the measurement chamber is filled with filtered air, in-
strument precision allows limits of detection < 1 Mm−1 on
both the extinction and scattering channels of the albedome-
ter. When aerosol particles fill the cell, the precision can be
noticeably worse (for detailed discussion see [2]). Several au-
thors have suggested this effect results from statistical fluc-
tuations in the number of aerosol particles within the probe
beam [2, 25]. Gaussian laser beam theory allows computation
of beam diameter for a symmetric, stable resonator [26]. By
applying this approach and assuming the beam is cylindri-
cal, a beam volume of ≈0.02 cm3 was computed for the CRDS
probe beam we employ. For particles of 800 - 1000 nm diam-
eter, particle number densities of 80 – 100 particles / cm3 can
easily produce measureable optical signals in the albedome-
ter. Taking both the concentration and probe volume values
together yields the realization that a very small number of par-
ticles (e.g. < 5) are expected to occupy the probe volume at
any instant. It is then clear that statistical fluctuations in par-
ticle counts in the beam at any instant may be a major source
of measurement imprecision. This effect was confirmed in the
previous paper published by our research group [2] in which
a measurement relative standard deviation of > 0.10 was ob-
served for bscat and bext when particle concentrations were
low (< 60 particles per cm3) for Dp = 440 nm ammonium sul-
fate.
It is clear that fluctuations in the number of particles within
the beam will affect the absolute optical signals measured,
what has not yet been considered is how this phenomenon
will affect truncation correction factors (C). The values pre-
sented in Figure 2 represent the homogeneous fill case, but
from the discussion of the previous paragraph, it is clear this
is not always an appropriate model. In fact, large deviations
from this model may be expected when small numbers of par-
ticles are present in the probe beam. In order to better under-
stand the effect of number of particles within the laser beam
on correction factor (C) we have developed the discrete parti-
cle position model illustrated in Figure 1(c). Briefly, the effect
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FIG. 3 Plots of the absolute value of percent difference between discrete particle position model (Figure 1(c)) test case with N particles present in the probe beam and the
homogeneous fill case (Figure 1(b)) for a variety of particle refractive indices (R.I.) and size parameters (α). Each data point represents a single trial in which the stated number
of particles were randomly arranged in the sphere. As expected, the discrete particle position model reproducibly approaches the results of the homogeneous fill case only when
the number of particles transiting the beam during δt is high. Particles transiting the beam refers to the total number of events in which a light scattering particle enters the
beam.
of the number of particles within the probe beam was evalu-
ated with respect to percent difference (%) and relative stan-
dard deviation (RSD %) for C values. The number of parti-
cles within the beam (N) was varied between 5, 10, 20, 50,
100, 200, 500, 1000, 5000, and 10 000 particles. These experi-
ments were performed for spherical particles with diameter
ranging from 0.05 - 1.00 µm and with eight different refractive
indices: 1.45+0k, 1.50+0k, 1.52+0k, 1.52+0.005k, 1.52+0.008k,
1.52+0.01k, 1.52+0.1k, and 1.55+0k. A random number gen-
erator was used to assign random locations of N particles
along the axial distance between the two holes located at each
pole of the sphere (d = 48.1 cm). With the exact location of
a particle known, truncation angle (θ), light intensity loss,
and C were computed via Lorenz-Mie theory. The average C
value was calculated for the trial considering all N randomly
orientated particles within the probe beam (in Figure 1(c)
N = 8 for example). Then, the particle positions were shuffled
by re-assigning locations in the sphere by using the random
number generator. The process of obtaining an average cor-
rection factor (C) was then repeated. This sequence yielded 20
trials that provided 20 different average C values for specific
particle number, size, and refractive index. The 20 average C
values were compared with the C value obtained from the ho-
mogeneous fill case for the same particle size and refractive
index condition. To compare quantitative results with the ho-
mogeneous fill case, we have chosen the variables of % differ-
ence (from homogeneous fill case) and percent relative stan-
dard deviation (% RSD) of C. Before we begin a discussion of
the results, we wish to point out that there is no fundamen-
tal difference between modeling N particles in the beam as a
snapshot in time (as we have done), or N particles randomly
transiting the laser beam in a time period, δt. As such, we
plot variables describing precision and accuracy in terms of
“particles transiting the beam” regardless of what δt is required
to achieve that condition. This will become important below
when mixing of particles in the chamber is discussed.
Figure 3 illustrates plots of the absolute value of percent differ-
ence between modeled results using the discrete particle posi-
tion case and the homogeneous fill case as a function of num-
ber of particles transiting the probe laser beam. The bold hor-
izontal line at zero represents the results of the homogeneous
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FIG. 4 Plots illustrating conditions of size parameter and number of particles transiting
the probe beam that are expected to exhibit % R.S.D. for C values of ≤ 5%. The gray
shaded areas indicate the regions where % RSD for C value ≤ 5% is expected. The
particles transiting the beam is a function of both particle concentration (# / cm3) and
the measurement integration time employed to make the optical measurement.
fill case. As observed in these figures, best agreement between
the two models occurs when the number of particles transiting
the beam is high (>1,000). If the particle transects occur ran-
domly, then the probed volume will be adequately sampled
and the homogeneous fill case will be approximated. At low
numbers of particle – beam transects the predicted error be-
tween models is very high – in excess of 100% in certain cases.
This indicates the homogeneous fill case would not be ade-
quate to use for developing correction factors when the num-
ber of particle beam transects are very low. Unfortunately, the
spatial randomness inherent in particle-beam-crossing events
at such low numbers of transits makes developing correction
factors for such cases essentially impractical. In such cases,
knowledge of particle position in the sphere is required. For-
tunately, actual measurement data supports the conclusion
this case is not commonly encountered during measurements
– even at low particle concentrations (vide infra).
The previous paragraph explored differences in the magni-
tude of correction factors between the homogeneous fill case
and the discrete particle position case. An additional inter-
est was to study the precision of correction factors as parti-
cles were randomly shuffled among locations within the inte-
grating sphere. Insights into these results can be gained from
considering the scatter of data points presented in Figure 3. At
low counts of particles transiting the beam, data points appear
widely scattered, indicating large variability. In an effort to be
more quantitative, the relative standard deviation (% RSD) for
C values was determined from the 20 replicate trials for each
condition of refractive index, size parameter, and number of
particles transiting the beam. The large number of variables
involved in this analysis (particle size, refractive index, num-
ber density etc. . . ) makes presenting the comprehensive re-
sults of this analysis difficult in this forum. Further details of
the analysis can be found in [27] which presents approx. 1600
data points and nearly 50 data plots utilized for this analysis.
In addition, these modeled results are really purposed to only
establish regions of particle concentration and size parameter
within which reliable correction factors can be expected. With
this spirit in mind, results of this analysis are summarized in
Figure 4. The gray shaded areas of this plot represent condi-
tions of particle size parameter and number of particle beam
transits (N) where % RSD for the C value of ≤ 5% is expected.
In effect, the gray shaded areas are conditions in which we
expect reliable precision in correction factor to be achieved.
Summarizing the trends observed for this analysis:
1. % RSD for C increases with increasing particle size,
but always decreases with increases in the number of
particle-beam transits (N).
2. At low N (e.g. 5, 10, 20) RSD is generally largest, indicat-
ing weak reproducibility. This is to be expected since the
average truncation angle for all particles probed depends
on their placement in the beam / sphere. Neither the pre-
cision of the calculated correction factor nor its accuracy
is favorable at low N.
3. For particles with any refractive index, a RSD ≤ 5% can
be achieved when N ≥ 5000 cm−3 and RSD ≤ 2% when
N ≥ 10 000 cm−3 can be expected. RSD ≤ 1% can be
generally realized with N ≥ 10,000 cm−3 particle – beam
transits This is because at such large number densities,
slight changes in particle position tend to average out
over the large number of particles transiting the probe
beam. These situations approximate the homogeneous
fill case described in Figure 1(b).
4. For particles with diameter less than 0.20 µm at any N
we studied, RSD < 5% for C for can be achieved. This is
believed to be a result of the more isotropic directional
scattering for very small particles which renders exact
position of the particle in the sphere somewhat less im-
portant.
It should again be noted that this theoretical work is not a
perfect quantitative model for studying the effect of number
of particle transits within the probe beam on precision of C.
However, we feel it provides a general guidance of what par-
ticle transit densities should be required to achieve precise C
values.
To compare this model with actual experimental measure-
ments, we have measured the relative standard deviation of
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FIG. 5 Red Points - modeled % RSD in correction factors vs. number of particles transiting the probe beam plotted on traditional x and y axis. This analysis is for R.I. of 1.53 (e.g.
ammonium sulfate). Blue Points Second plotted on second x and y axis - measured % RSD in single scatter albedo (SSA) plotted vs. the expected particle concentration derived
from the optical measurement. An integration time of 52 sec was employed. Grey points plotted on second x and y axis is measured % RSD in single scatter albedo (SSA) plotted
vs. the expected optical particle concentration with measurement integration time of only 0.72 sec. For each particle size, the 52 s integration time yields % RSD data that is
consistent with a very large number of particles transiting the probe beam. This suggests the homogeneous fill case is approximated at this integration time.
albedo (SSA) when size-selected ammonium sulfate (SSA = 1)
aerosol filled the measurement chamber. This experiment al-
lows us to control the diameter of the particle, use a known
refractive index of the material (1.53), and even estimate the
concentration of particles (particles / cm3) present in the
optical cell by using the measured extinction coefficient of
the aerosol and the extinction cross section computed from
Lorenz-Mie theory (we call this “optical particle concentra-
tion”). We can then compare measured % relative standard de-
viation (% RSD) in SSA with model results. Fluctuations in re-
quired correction factors due to particle positions in the sphere
would manifest themselves as imprecision in measured SSA
for a sample of constant composition. The results of this anal-
ysis are illustrated in Figure 5. The Mie model precision is re-
ported with circles and plotted on the first x and y axis. The
squares and triangles report measurement data for measure-
ment integration times of 50 and 0.72 sec, respectively. The
measurement data is plotted on the second x and y axis. Care-
ful consideration of this figure reveals measured % RSD val-
ues for the short integration time are much larger than for
52 sec integration. In fact, the measured RSD values for the
52 s integration time are always consistent with a very large
number (> 1000) of particle-probe beam transit events. This is
found to be true for even the largest particles studied, where
we expect < 5 particles in the probe beam volume at any in-
stant. This suggests that rapid mixing / translational motion
of particles must be taking place within the sphere. The re-
sult also suggests that the 52 s integration time allows suffi-
cient mixing to approximate the homogeneous fill case illus-
trated in Figure 1(b). In contrast, is the data presented for the
0.72 s measurement period. This measurement data exhibits
much higher and much more variable % RSD values for SSA.
This may suggest adequate time has not elapsed to “sample”
each volume element of the probe beam, and consequently the
homogeneous fill case may not be appropriate at small inte-
gration times. Despite this, the measurement data for 0.72 s
still promotes the idea of rapid mixing within the sphere. The
% RSD’s observed are roughly consistent with the model if
roughly 5 – 15 particle beam transit events occur within the
0.72 time window even though we expect only roughly 1 par-
ticle in the probed volume at any instant based on the particle
concentrations observed.
4 CONCLUSION
By calculating the truncation angle (θ) for our integrating
sphere nephelometer, the computation of correction factors
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(C) for truncation error has been accomplished for a series
of homogeneous, spherical particles with different particle
sizes and refractive indices at 532 nm wavelength via Lorenz-
Mie theory. Modeled correction factors were generally < 1.3
for the conditions considered. Experimental measurements
of albedo for laboratory generated, size-selected ammonium
sulfate aerosols (m = 1.53 + 0.00k) suggests correction fac-
tors of ≤ 1.12 are required for aerosols with size parameters
< 6. Direct comparison of predicted and measured albedo val-
ues shows an average discrepancy of 8% - 11% with the Mie
model significantly over-predicting the amount of light lost
from the sphere albedometer. The statistical fluctuation in the
number of particles within the probe laser beam has also been
considered by performing a modeling study on uncertainty
in correction factor (C) caused by this effect. Results suggest
%RSD ≤ 5% can be achieved when number of particle tran-
sits (N) is≥ 5000, and %RSD≤ 2% can be expected when N≥
10 000. Experimental measurements of %RSD of the measured
SSA for integration times of 0.72 and 52 s are both consistent
with rapid mixing occurring within the measurement sphere.
In particular, the %RSD values observed for the 52 s measure-
ment integration time are consistent with a very large number
of particle-beam transits (> 1000) for all particle sizes stud-
ied. This suggests the homogeneous fill model of Figure 1(b)
is appropriate at long measurement integration times, and the
measured correction factors presented in Figure 2 can be con-
sidered to be good estimates to employ in correction schemes
for the device.
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